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1. 本实验室质量管理体系依据ISO/IEC17025:2017建立。

 The laboratory quality management systems document is established according to ISO/IEC17025:2017.

2. 本证书中的数据均可溯源至国际单位制（SI）单位和/或社会公用计量标准。

 
The data in this certificate can be traced to International System of Units (SI) and/or social public

measurement standards.

3. 本证书未经签章、数据涂改、或分离使用均无效。未经我司书面批准，不得部分复制此证书。校准结果仅对受测仪器当时

之情况负责。

 

The Certificate is invalid when no stamp sealed on, data alteration or separate use. Without our

written approval, the certification should not be partially duplicated. The calibration results are

only responsible for calibration conditions of the instrument at the time.

4. 本证书具有唯一性，带有相同证书编号、按页码顺序的组成页为校准证书，我司对本证书的内容拥有最终解释权。

 
The certificate is unique,and made up of pages with same certificate number and serial order,and
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Results of Calibration
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1.外观及工作性能检查：

(Appearance & Working Performance Check)
符合(Pass)

2.直流电压：

DC Voltage

示值
Indication

实测值
Measured Value

误差
Error

10kV 10.00kV 0.00%

60kV 60.06kV -0.10%

100kV 100.17kV -0.17%

150kV 150.26kV -0.17%

200kV 200.21kV -0.10%

250kV 250.37kV -0.15%

300kV 300.35kV -0.12%

3.直流电流：

DC Current

示值
Indication

实测值
Measured Value

误差
Error

0.5mA 0.50mA 0.00%

1.0mA 1.00mA 0.00%

2.0mA 2.00mA 0.00%

3.0mA 3.00mA 0.00%

4.0mA 4.01mA -0.25%

5.0mA 5.01mA -0.20%
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